The electric field induced during magnetic stimulation.
The electric field induced in tissue during magnetic stimulation is calculated. There are two sources of the electric field: charge and a time-dependent magnetic field: both sources are important in magnetic stimulation. Charge accumulation on the tissue surface tends to shield the nerve from the stimulus. The induced electric field is generally parallel to the tissue surface. Simulations of both peripheral and central nervous system stimulation are presented.